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LOAD SHARING AND LIGAMENT STRAINS IN BALANCED, OVERSTUFFED AND 1 
UNDERSTUFFED UKA. A VALIDATED FINITE ELEMENT ANALYSIS. 2 
 3 
Abstract:  4 
The aim of this study was to quantify the effects of understuffing and overstuffing UKA on bone 5 
stresses, load distribution and ligament strains. For that purpose, a numerical knee model of a 6 
cadaveric knee was developed and was validated against experimental measurements on that same 7 
knee. Good agreement was found among the numerical and experimental results. This study showed 8 
that, even if a medial UKA is well-aligned with normal soft tissue tension and with correct thickness 9 
of the tibia component, it induces a stiffness modification in the joint that alters the load distribution 10 
between the medial and lateral compartments, the bone stress and the ligament strain potentially 11 
leading to an osteoarthritic progression.   12 
 13 
Keywords: UKA, overstuffing, understuffing, tibial stress, collateral ligament strain 14 
 15 
Brief Title: Effect of overstuffing and understuffing in UKA 16 
 17 
Introduction: 18 
Osteoarthritis (OA) is the most common joint degeneration disease and affects a large part of the 19 
elderly population [1,2]. If OA is limited to only one compartment of the knee joint, usually the 20 
medial, a Unicompartmental Knee Arthroplasty (UKA) can relieve joint pain and restore function for 21 
properly selected patients [3,4].  22 
Although several clinical studies suggest that the knee after UKA can reproduce the motion of the 23 
intact knee [3-6], and several authors have reported excellent results at 10 years of follow-up with 24 
modern designs [5-7], some cases of failure are also described in the literature [9-10]. In general, 25 
besides wear [11,12], four main postoperative problems are reported in the literature [13,14]: i. 26 
loosening of the prosthesis component (femoral and most frequently tibial), due stress shielding in the 27 
bone [7,14,15]; ii. malpositioning of prosthetic components, that could lead to failure in the fixation of 28 
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the implant to the bone due to an excessive bone stress and an increase in the strains in the soft tissues 29 
[4,16-18]; iii. medial knee pain, that it is related to bone overload, components malpositioning and soft 30 
tissue tensioning [16,19]; iv. OA progression in the lateral side due to an altered stress pattern in the 31 
bone/cartilage [7,20]. 32 
Therefore, the knowledge of the stresses in the bone and strains in soft structures and the joint after the 33 
implantation of a UKA is important to study the implant behavior in the patient. UKA is a technically 34 
demanding surgical procedure, and care must be taken with component sizing, bone cuts and 35 
postoperative alignment as overstuffing or understuffing the joint could lead to inferior results [21-24]. 36 
Understuffing and overstuffing can be often seen during surgery leading to a slackening or a 37 
tightening of the medial soft tissue structure [21-24]. Furthermore such configurations induce an 38 
altered stress distribution in the tibial bone and have effect on the load distribution between the medial 39 
and lateral side of the knee joint [9,25]. 40 
For these reasons, the aims of this study were: 41 
 to develop, analyze and validate a patient specific finite element model of an intact knee joint 42 
before and after a UKA surgery; 43 
 to investigate the change of stress distribution in the proximal tibia, strains in the collateral 44 
ligaments and the load distribution between the medial and lateral compartment will be 45 
investigated before and after a insertion of UKA. Three different conditions will be 46 
investigated: the optimal balanced and aligned UKA configuration, achieved using an optimal 47 
polyethylene insert thickness, and several overstuffed and understuffed UKA configurations 48 
achieved using thicker or thinner tibial polyethylene thickness. 49 
 50 
Material & Methods: 51 
Healthy Knee Model: 52 
The healthy knee model geometry was determined on Computed Tomography (CT) and Magnetic 53 
Resonance Imaging (MRI) scans of one intact fresh-frozen left native knee cadaveric specimen. The 54 
specimen did not display any deformity of the joint. In particular, to identify the bone, a helical CT 55 
scan was used (CT setting: 120 kV, 450 mA, slice thickness of 1.25 mm and a pitch of 0.5 mm/rev) 56 
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while, to identify cartilage, menisci and soft tissue insertion points an MRI was performed (MRI 57 
setting: TE:32ms, TR:4450ms, slice thickness: 2mm, flip angle 90 degrees, NEX:2 and FOV:22cm). 58 
The CT and MR images were imported in an image processing software (Mimics 13.1, Materialise, 59 
Leuven, BE) to extract the geometry and to generate 3D models of all the structures [16,26,27]. Two 60 
numerical models of the healthy knee were defined. The first comprised the following structures: 61 
menisci, cancellous bone, cortical bone and cartilage of tibial and femur. The second one included also 62 
the collateral ligaments. The cruciate ligaments were omitted in the FE models because the knee was 63 
placed in full extension and internal/external rotation was constrained during the tests. 64 
Linear elasticity was used for all the material models considered in this study; values were taken from 65 
the literature [28,29]. 66 
According to literature [30], the cortical and cancellous bone was considered transversely isotropic 67 
(Table 1). The articular cartilage and the menisci were considered linear isotropic with respectively 68 
E=12 MPa, ν =0.45 [31-34] and E=8 MPa, ν =0.45 [35,36]. Because one of the aims of this study was 69 
to analyze the change in strain in the soft tissues after insertion and malpositioning of the UKA, the 70 
anterior and posterior medial collateral ligaments (aMCL and pMCL) as well as the lateral collateral 71 
ligament (LCL) were incorporated in the FE models of this study. The behavior of the ligaments was 72 
assumed linear elastic isotropic [26,27,37,38]. Each ligament was modeled as a beam with a specific 73 
cross-sectional area [26,27,39]. An initial preload was set for each ligament [32-35,40]. The origin and 74 
the insertion points of each collateral ligament were determined from the MR images [41,42]. The full 75 
overview of the properties of each ligament is given in Table 2.  76 
A coefficient of friction of 0.001 was considered for the contact cartilage-cartilage, while a coefficient 77 
of friction of 0.01 was selected for the interface between the cartilage and the menisci [34,43]. 78 
UKA Knee Model: 79 
Once the healthy knee model was developed, a fixed bearing metal-backed UKA (Accuris, 80 
Smith&Nephew, Memphis, TN) was selected and virtually implanted, following the manufacturer’s 81 
surgical technique, in the medial compartment of the knee models (both with and without collateral 82 
ligaments). According to the dimension of the femur and the tibia a size large was chosen for both the 83 
femoral component and tibial tray. Five different configurations were adopted in this study:  84 
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- balanced configuration according to the manufacturer's guidelines, that represents a balanced 85 
knee joint, was achieved using a tibial articular insert with a thickness of 10 mm. Such 86 
thickness included the polyethylene (8 mm) and the tibial tray thickness (2 mm). This 87 
implantation was confirmed by an experienced surgeon.  88 
- Overstuffed configurations were simulated by implanting tibial articular inserts with a 89 
thickness of 11 mm and 12 mm; 90 
- Understuffed configurations were simulated by implanting tibial articular inserts with a 91 
thickness of 9 mm and 8 mm (Fig. 1). 92 
In Figure 1 the healthy configuration, together with the UKA balanced configuration and the 93 
overstuffing (12mm) and understuffing (8mm) configurations are shown. 94 
The material of the femoral component, tibial tray and tibial insert were respectively oxidized 95 
zirconium (Oxinium), titanium alloy (Ti6Al4V) an ultra-high-molecular-weight-polyethylene 96 
(UHMWPE). Similar to the previous selection, also in this case, the materials were assumed to be 97 
homogeneous, isotropic, and linear elastic [19,44,45]. The material properties were: Oxinium: 98 
E=97.900 MPa, ν =0.3 [42,45-47]; Titanium: E= 117.000 MPa, ν =0.3[39,45]; UHMWPE: E= 685 99 
MPa, ν =0.4 [28,46-48]; 100 
A coefficient of friction of 0.04 was considered for the interaction between the femoral component and 101 
the tibial insert [19,29,46,49]. The interfaces between prosthetic components and bone were rigidly 102 
fixed simulating the use of cement [16]. 103 
Load and boundary conditions: 104 
Each knee configuration underwent to a vertical compression force, applied with the knee in full 105 
extension, of 2000N, similar to several previous studies [28,49,50] This value corresponds to 2.55 106 
times the body weight of a person having a mass of 80 kg and it is equivalent to the maximal axial 107 
force during gait [16,51]. In all the tests, the tibial bone was completely fixed at its distal end 108 
[35,45,48]. 109 
Finite element analysis: 110 
Each model was meshed using tetrahedral elements with an approximate element size of 1mm. A 111 
convergence test was performed to check the element size mesh quality. Abaqus/Standard version 112 
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6.10-1 (Dassault Systèmes, Vélizy-Villacoublay, France) was used to perform all the finite element 113 
simulations. 114 
For all the defined models (the intact knee and the five replaced models), the VonMises stress in the 115 
proximal tibia, the strains in the collateral ligaments and the load distribution between the medial and 116 
lateral compartment was extracted. 117 
Experimental model for validation: 118 
To allow the validation of the outcomes of numerical models, experimental tests were performed with 119 
the fresh-frozen cadaver knee on which the numerical model was based. Identical load and boundary 120 
conditions of the numerical model were applied.  121 
A material-test machine, 858 Mini Bionix R II Test System, was used to apply the 2000N compressive 122 
load to the same native knee joint used to define the FE geometries. The load was applied at a loading 123 
rate of 400N/s in the experiments. Furthermore, the constraints of the femur and tibia were equal to 124 
those in the FE models. 125 
The native knee joint was loaded and the load distribution between medial and lateral compartment of 126 
the knee joint was measured simultaneously using Tekscan I-ScanTM model 6900 pressure 127 
measurement system (I-ScanTM, Tekscan, Inc., South Boston, MA) [52]. The experimental setup is 128 
shown on Figure 2. To evaluate the reproducibility of the data, consisting of simultaneous 129 
measurements in both compartments of the knee joint, each specific experimental setup was recorded 130 
five times. After the experiments with the native knee joint, the experimental implantation of the UKA 131 
prosthesis was performed by an experienced orthopaedic surgeon. The sizes of both the tibial tray and 132 
the femoral component, implanted in the cadaveric knee, were the same to the one adopted in the FE 133 
models. 134 
Subsequently, the balanced knee joint was acquired by implanting an insert of 10mm, and the identical 135 
measurement protocol was followed. Next, two configurations of understuffing were examined by 136 
implanting an 8mm and a 9mm tibial insert. Afterwards, overstuffing was investigated by 137 
incorporation an 11mm and a 12mm tibial insert. This specific sequence of experimental tests was 138 
determined in order to avoid tests wherein the ligaments were stretched excessively by previous tests. 139 
 140 
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Results: 141 
The relative load distribution between the medial and lateral compartments of the knee joint was 142 
measured in the numerical models as well as in the experimental tests. The average percentages of the 143 
load, carried by the lateral compartment, in all the different experimental configurations are shown in 144 
blue in Figure 3. Good agreement is shown among the experimental results and the ones of the model 145 
with the ligaments. In the experimental tests, the standard deviation for each specific configuration 146 
never exceeded 3.9%. The transferred load (in N) in each compartment of the knee joint is reported in 147 
Table 3. 148 
The strains in the aMCL, pMCL and LCL for all the different configurations are reported in Figure 4. 149 
The strains in the collateral ligaments changed considerably especially in the balanced (120%) and 150 
overstuffed configurations (230%) (Fig. 4). The knee varus/valgus alignment was also measured in 151 
this study as the rotational angle of the femur in the coronal plane. The Valgus deformity angle plot 152 
for all the configurations, reported in figure 5, shows that every configuration after UKA, due to the 153 
increase of the stiffness in the medial side introduced by the present of the device, ended with a valgus 154 
alignment configuration. Valgus alignment was more pronounced when the thickness of the insert 155 
increased.  156 
Figure 6 illustrates the VonMises stresses distribution in the tibial region of the healthy knee model 157 
and how it changes after the implantation of a UKA. As shown, the stress values in the cancellous 158 
bone in the lateral condyle of the tibia increased after UKA up to 140%. Moreover, the stresses in the 159 
cortical bone of the tibia in the medial condyle increased as well (115%). On the other hand, the 160 
stresses in the cancellous bone beneath the tibial tray considerably decreased. 161 
Finally, a graphical validation was performed by fitting two photos of a specific experiment to the 162 
final shape calculated in the corresponding FE model. This was done by taking photos of the unloaded 163 
and loaded configuration of the native knee following UKA including a 12mm insert. Figure 7 164 
illustrates the photos with the outlined FE models of the unloaded as well as the loaded state. 165 
 166 
Discussion: 167 
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The load distribution between the lateral and medial compartments of the knee in the experiments with 168 
the native knee approximated the distribution found in literature. Investigating the contact force 169 
distribution in the knee joint, several research papers reported values of 800N and 1200N, in the lateral 170 
and medial compartment respectively; consequently, the distribution of the total force, in these 171 
models, between the two compartments is 40% on the lateral and 60% on the medial compartment 172 
[28,50,53]. We have good agreement with these results as the average percentage of the load that was 173 
transferred on the lateral side in the native knee in this study was 39.5%. 174 
Looking at the load distribution in the experimental test, good agreement was found among the 175 
experimental results and the numerical one once the ligaments are included in the study, while the 176 
numerical knee model without ligaments overestimated the load on the lateral side (figure 3).  177 
Even though the percentage of the load in the lateral compartment remained almost constant in the five 178 
configurations with the ligaments included, the absolute values of the load in the lateral compartment 179 
increased up to 125%. The load in the medial compartment raised as well in the knee models including 180 
the ligaments.  181 
The deviation of FE models lacking the collateral ligaments was more expressed when the size of the 182 
insert in the FE model increased. This is clearly reported in Figure 3. The transferred load in the 183 
medial compartment of the knee models lacking collateral ligaments decreased due to the increase in 184 
valgus deformity (figure 5) as well as the absence of the MCLs to counteract this deformity. Hence the 185 
inclusion of the collateral ligaments in the numerical models is fundamental in obtaining a 186 
physiological load distribution.  187 
As already reported, every configuration after UKA ended with a valgus deformity (figure 5), even if 188 
the balanced native knee model has a correct alignment (valgus rotation 0 degree). This phenomenon 189 
could be explained by the difference in stiffness between the medial and lateral compartments of the 190 
knee following UKA. On the lateral side, the cartilage layer of both tibia and femur has an elastic 191 
modulus of 15MPa. In contrast to the cartilage layers, the tibial articular insert has an elastic modulus 192 
of 685MPa. Consequently, the Young’s Moduli of medial and lateral compartments differs more than 193 
one order of magnitude. So the materials in each compartment deform according to their elastic 194 
modulus. This problem is not present in a TKA because the total articular surface of the knee joint is 195 
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restored and the stiffness in both compartments is equal. As a consequence of the stiffness difference, 196 
the valgus deformity induced a decreased strain in the LCL and an increased strain in the MCLs (Fig. 197 
4).  198 
The initial strains of the collateral ligaments in the healthy knee models were taken from literature, 199 
and they corresponded to the physiological strains at full extension [32,33,35,40]. As soon as the 200 
ligaments of the knee are stretched, they contribute to the total force acting between the femur and 201 
tibia. Hence, the total force acting in the knee joint of the FE models with ligaments exceed the 202 
applied force of 2000N. 203 
The effects of the collateral ligaments on the load distribution in the knee models, including a UKA 204 
prosthesis, were represented in figure 3. The balanced configuration, in both the experiments and the 205 
FE model, with the tibial insert of 10mm, had the aim to end with a balanced knee joint. Due to the 206 
difference in stiffness between cartilage-cartilage interaction and metal-UHMWPE interaction, the 207 
loaded knee was no longer balanced even though the knee joint was balanced in unloaded state. The 208 
deformity induced by loading had two consequences, as confirmed by the outcomes of the numerical 209 
models: firstly, the percentage of load that was transferred in the lateral compartment increased; 210 
secondly, the strain in the aMCL and pMCL raised and the strain in the LCL decreased. Hence, when 211 
a surgeon balances a knee during UKA in an unloaded state, the knee will no longer be balanced once 212 
it is loaded. 213 
Godest et al. (2002) described the role of the surrounding tension within the soft tissues and they 214 
reported that both the relative position of the components and the tension of the surrounding soft 215 
tissues have an impact on the results [44]. Moreover, Raminaraka et al. (2005) agreed also that the 216 
stresses inside the soft structures as well as joint bearing forces are required to better understand the 217 
biomechanical behaviour of the knee [40]. This study confirmed the conclusions of the two previous 218 
studies. 219 
This study demonstrated not only that the polyethylene thickness plays an important role in the knee 220 
following UKA, but also that previous studies, including a UKA prosthesis in the FE models, have to 221 
be critically evaluated. For instance Sawatari et al. (2005) performed a three-dimensional FEA of 222 
UKA [54]. In particular they investigated the influence of the tibial tray orientation in the coronal 223 
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plane. They concluded that it was beneficial to place the tibial component with a slight valgus 224 
inclination. However, they did not analyze the stresses in the lateral compartment of the knee and the 225 
ligaments were omitted additionally in their models.  226 
In case of overstuffing, the unloaded knee was already unbalanced due to an oversized tibial insert. 227 
This was simulated by the implantation of a tibial insert of size 11mm or 12mm. The effects of 228 
overstuffing were clearly noticeable in the results. 229 
The valgus deformity due to overstuffing was intensified by the difference in stiffness of the materials 230 
in both compartments. Although the percentage of load that was transferred through the lateral 231 
compartment in the FE models remained almost equal to the outcome of the balanced configuration, 232 
the absolute values of the transferred load in the lateral compartment increased (Table 3). On the other 233 
hand, the load on the medial side of the joint rises as well (Table 3). This was mainly caused by the 234 
MCLs, in which the strains raised sharply. The MCLs extended in contrast to the LCL, which length 235 
further declined. This was clearly visible in Figure 4. Additionally, a graphical validation was 236 
performed in case of overstuffing with 12mm insert (Figure 7) that also confirm the final valgus 237 
deformity of the knee. 238 
Understuffing was obtained by inserting an undersized tibial insert. It was simulated by the placement 239 
of an insert of 9mm or 8mm. Understuffing in UKA is a well-known situation in orthopaedic surgery; 240 
yet, the biomechanical behavior of understuffing had never been investigated in detail. It has been 241 
postulated that a medial overcorrection lead to an accelerating degeneration in the lateral compartment 242 
and it has been reported that an overall undercorrection would prevent this [16,55]. It is generally 243 
accepted that for a medial unicompartmental replacement, the knee should be slightly undercorrected. 244 
This concept is supported to some extent by the results of this study, because the valgus deformity was 245 
less pronounced in the understuffed configurations. However, the load distribution and the strains in 246 
the ligaments did not match the conditions of the healthy knee, hence, an implantation of a UNI 247 
always alter the biomechanics of the knee joint. 248 
Loosening of the prosthetic components is one of the main three problems in UKA postoperatively. It 249 
is caused by excessive stresses in both cortical and cancellous bone, which lead to stress shielding. 250 
The main cause of the latter is the large difference in Young’s modulus between the tibial tray material 251 
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and the surrounding bone. In contrast to TKA, the interface between tibial tray and tibial bone is 252 
significantly smaller. This implies that the underlying bone stresses are considered to be more 253 
sensitive to component misalignment and malpositioning. In our FE models of UKA, the stresses in 254 
the cancellous bone underneath the tibial tray declined sharply compared with the stresses in the 255 
healthy knee model, as represented in Figures 6. This was due to the high stiffness of the tibial tray 256 
which redistributed the load between cancellous and cortical bone. The tibial tray redirected 257 
practically the entire load on the medial side to the cortical bone just because the elastic modulus of 258 
the cortical bone is much larger than the elastic modulus of the cancellous bone. The balanced 259 
configuration as well as overstuffing and understuffing induced an altered stress distribution in the 260 
tibial bone. 261 
The increased bone stresses in the cortical bone and the decreased bone stresses in the cancellous bone 262 
around the tibial tray could lead to loosening of the tibial tray and could induce pain. Furthermore, the 263 
developed FE models of this study provided more insight into the biomechanical processes inside the 264 
knee structures after UKA and the models released information which could not be obtained by 265 
experiments. 266 
Several assumptions were made in the FE models; firstly, the geometries of the different structures of 267 
the developed FE models are patient specific and originated from CT and MRI images. The 268 
segmentation of the structures in the CT and MRI sequences was semi-automatic. The dimensions of 269 
bony structures approached very well the physiological dimensions; however the geometries of the 270 
soft structures were more difficult to determine due to the low resolution of the MRI sequence. The 271 
cartilage layers were determined on the basis of CT and MRI images. In contrast to the cartilage 272 
layers, the geometry of the menisci was less precisely defined. Moreover, the ligaments were modelled 273 
as beams. Secondly, the material models of the different structures in this study incorporated several 274 
assumptions, although the behavior of the structures approximated their natural behavior. The material 275 
properties of the bony structures as well as the soft tissues were assumed linear elastic and 276 
homogeneous. As it is well known, the cortical as well as the cancellous bone contain spatial 277 
inhomogeneities in their properties [28]. Some studies in the past already incorporated a Neo-Hookean 278 
material model to predict the non-linear stress-strain behavior of the ligaments that undergo large 279 
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deformations [33,56]. Finally, the degrees of freedom of the different parts in the experiments were 280 
limited. Only the available degrees of freedom were consequently incorporated in the FE models. 281 
Because the knee was placed in full extension and internal/external rotation was constrained in the 282 
experiments, the cruciate ligaments were omitted in the FE models. With respect to the experiments, 283 
two main limitations need to be highlighted. First, the experimental analysis was performed on a fresh-284 
frozen cadaver and not on a real leg. However, a recent study [57] demonstrated that repeatedly 285 
freezing and thawing tendons between -80° C and room temperature does not significantly influence 286 
their biomechanical properties. Therefore we believe that the biomechanical behavior of the knee 287 
tissues in a fresh frozen cadaver specimen is quite comparable to that in a live patient. Secondly, the 288 
study refers to a static condition (full extension) and not to a dynamic condition. The latter is currently 289 
under investigation. However, our results are in agreement with another recent dynamic study [58] in 290 
which subtle but significant kinematic differences were found between six healthy knees and the same 291 
knees after UKA replacement. Also in this study, the knees showed an increase in valgus tilt after 292 
UKA. Moreover, the authors conclude that one of reasons of the kinematic changes was probably due 293 
to the mismatch in stiffness introduced by UKA. 294 
 295 
Conclusions 296 
In this study a numerical model of an intact cadaveric knee specimen, was develop and validated with 297 
experimental test. It was used to quantify the tibial stresses and ligament strains induced by a medial 298 
UKA. We found alterations in the tibial stress distribution and the collateral ligament strains and could 299 
explain this by the change in stiffness between the medial and the lateral compartment in the knee 300 
induced by the UKA; this was found both numerically and experimentally. A considerable increase in 301 
medial collateral ligament strain was observed especially in the balanced and overstuffed 302 
configurations. This study may help explain the pain and progression of disease that can occur 303 
following unicompartmental knee replacements. 304 
 305 
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LEGENDS TO FIGURES 440 
 441 
Figure 1: Knee configurations analyzed: A) healthy configuration, B) Balanced configuration 442 
(insert thickness 10mm), C) Overstuffing configuration (insert thickness 12mm), D) 443 
Understuffing configuration (insert thickness 8mm)   444 
 445 
Figure 2: Experimental setup  446 
 447 
Figure 3: Lateral compartmental load percentage for all the configurations under 448 
investigation, for the analyzed numerical models, with and without ligaments, and for the 449 
experimental tests.  450 
 451 
Figure 4: Strain in the collateral ligaments of the knee model for all the investigated 452 
configurations during the application of the load.  453 
 454 
Figure 5: Valgus Deformity Angle of the knee model for all the investigated configurations 455 
during the application of the load  456 
 457 
Figure 6: VonMises Stress distribution in the tibia: A) healthy configuration, B) Balanced 458 
configuration (insert thickness 10mm).  459 
 460 
Figure 7: Graphical validation, pictures of an experiment with the knee following UKA (insert 461 
12mm), together with the outline of the corresponding FE model during a loaded test. 462 
 463 
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 464 
Table 1 : 465 
 466 
Material properties for cortical and cancellous bone; the first axis was taken parallel with the anatomical axis of the bone. 467 
 468 
Material Material Model
E1 E2 E3 ν12 ν13 ν23
Cortical 
bone
Trasversally 
Isotropic
17,800 9,600 9,600 0.30 0.30 0.55
Cancellous 
bone
Trasversally 
Isotropic
344 99 99 0.38 0.38 0.23
Young's Modulus 
[MPa]
Poisson's Ratio
 469 
 470 
 471 
 472 
 473 
 474 
 475 
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 476 
Table 2: 477 
 478 
Material properties of the ligaments. 479 
 480 
Ligaments
Young's Modulus 
[MPa]
Poisson's Ratio Initial Strain εr
Cross-Sectional 
area [mm²]
LCL 111 0.45 0.05 18
aMCL 196 0.45 0.04 14
pMCL 196 0.45 0.03 14
 481 
 482 
 483 
 484 
 485 
 486 
 487 
 488 
 489 
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 490 
 491 
Table 3: 492 
 493 
Transferred load (in N) in each compartment of the knee joint for the numerical simulation 494 
 495 
Configuration
Medial Side                   
No Ligaments
Lateral Side                   
No Ligaments
Medial Side                   
With Ligaments
Lateral Side                   
With Ligaments
Native Knee 1373 693 1608 746
Understuffing 8mm insert
732 1328 933 1402
Understuffing 9mm insert
610 1449 967 1462
Balanced 10mm insert 476 1498 1012 1508
Overstuffing 11mm insert 378 1678 1052 1563
Overstuffing 12mm insert 263 1791 1086 1616  496 
 497 
 498 
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